State Laboratory Institute 
Equipment Operating Temperature Record 


Instrument: VWR Brand Revco Scientific Operating Range: 2-10 °C 

SN: V21G349305WG 

Record temperature daily. If temperature is out of range, list corrective action on reverse side. 
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Supervisor Review 





QA Review 


Han email PRR 005508 





State Laboratory Institute 
Equipment Operating Temperature Record 


Instrument: VWR Brand Revco Scientific Operating Range: 2-10 °C 

SN: V21G349305WG 

Record temperature daily. If temperature is out of range, list corrective action on reverse side. 
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Han email PRR 005510 






































State Laboratory Institute 
Equipment Operating Temperature Record 


Corrective Action Taken 


Date 

Comments 








































Han email PRR 005511 






State Laboratory Institute 
Equipment Operating Temperature Record 


Instrument: VWR Brand Revco Scientific 
SN: V21G349305WG 

Record temperature daily. If temperature is out of range, list corrective action on reverse side. 


Supervisor Review 

QA Review 


Operating Range: 2-10 °C 
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State Laboratory Institute 
Equipment Operating Temperature Record 


Corrective Action Taken 
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Drug Laboratory 

Equipment Operating Temperature Record 


Instrument: VWR Brand Revco Scientific/refriqerator 
SN: V21G349305WG 

Record temperature daily. If temperature is out of range, list corrective action on reverse side. 
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Supervisor Review 


QA Review 
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Drug Laboratory 

Equipment Operating Temperature Record 


Corrective Action Taken 


Date 

Comments 
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